INTRODUCTION
The knee joint that is unstable in the sagittal plane can be controlled by using one of three types of orthoses: knee, kneeankle-foot, or anterior floor reaction ortho sis. If the ankle mortise is unaffected, a knee orthosis alone, with a mechanical locking mechanism, can effectively guard against inadvertent knee flexion. There are many designs of knee orthoses that will accomplish this as long as suspension can be achieved and tolerated. This form of ambulation with locked knees lends for a rigid, energy-inefficient gait pattern.
This same gait pattern is demonstrated when the patient with an unstable extrem ity uses the knee-ankle-foot orthosis and drop lock mechanism. Although the KAFO solves the suspension problem and con trols an unstable ankle mortise, it still of fers an energy-inefficient gait pattern, in terferes with balance mechanisms, and is heavier than the knee orthosis.
In patients with cerebral palsy, labored gait associated with excessive knee flexion in stance phase has presented the ortho paedist and orthotist with significant dif ficulties in treatment. Crouch gait com mences with overactivity of the ham strings, which increases knee flexion, and thus requires large increases in quadriceps force to stabilize the knee 2 ( Figure 1 ). Cal caneus deformity, a known complication of overlengthened heelcords following tendo-Ac cantly adds to further progression of crouch gait. Reasons cited for this compli cation include overcorrection, failure to protect the heelcords postoperatively, and lengthening of the tendo-Achilles when significant hip and knee-flexion deformi ties remain uncorrected (Figure 2 ).
THE SALTIEL ANKLE-FOOT ORTHOSIS
In June 1969, Jimmy Saltiel described an ankle foot orthosis which was designed to stabilize the paralyzed limb without lim iting knee movement. The brace extended only as high as the knee joint and was con structed from a reinforced laminate poly ester plastic. He stated, "Even a totally paralyzed knee is usually stable in the AP or sagittal direction when in full exten sion." 1 This principle involves harnessing the floor reaction and directing it to the anterior aspect of the distal shank, thus stabilizing the joint in extension. The brace acts as a first-class lever and the plantarflexed attitude at the ankle utilizes the ful crum established by the distal trimline of the footplate at the metatarsal heads (Fig  ure 3) .
The Saltiel ankle foot orthosis employs the plantarflexion-knee extension couple seen in normal gait. At heel strike in the gait cycle, the quadriceps is eccentrically contracting to control knee flexion, thereby allowing for smooth deceleration. This continues until the center of mass passes in front of the knee, at which time there is cessation of firing of the quadriceps. From that point on in the gait cycle, knee exten sion is caused by the plantarflexion-knee extension couple under the control of the eccentrically contracting triceps surae.
This, in addition to the rigid immobiliza tion of the ankle mortise, enables the transference of the floor reaction to the front of the knee resulting in a biomechanic assistance of knee extension.
With increased plantarflexion at the ankle, the moment is increased (Figure 4 ). With residual knee flexion contractures of ten degrees or more, the floor reaction passes at or behind the knee, thus greatly reducing the knee extension moment to a point where an actual flexion moment is generated once hamstring contractures ex ceed about fifteen degrees. The Saltiel type ankle foot orthosis is very effective with the unilaterally in volved paralytic limb that readily achieves full knee extension and is stable mediolatera veloped for use with the post-polio lower limb and did, in many cases, preclude the need for a knee ankle foot orthosis. It should be noted, however, that this par ticular design cannot be applied bilaterally without significant dependence on auxil iary walking aids to improve balance. This is because with bilateral fixed equinus of the orthoses, the center of gravity is forced behind the base of support with resultant loss of balance.
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Because of these limitations and because many cerebral palsy patients require bilat eral application, we modified the Saltiel design to use with these children. The principal differences in design include a shorter proximal trimline and an angula tion at the ankle which we determine for each patient.
The purpose of this paper is to review the use of the anterior floor reaction orthosis in patients with cerebral palsy and, by doing so, to outline the prerequisites and specifi cations for prescription.
CLINICAL APPLICATION
The charts of 11 patients were reviewed. Eight patients had had clinical examina tions only, and three had also been eval uated by computerized gait analysis in the Gait Analysis Laboratory at Newington Children's Hospital. Nine patients had bi lateral anterior floor reaction orthoses and two used the orthosis unilaterally. The average age at delivery of the orthosis was 10.5 years (range 3.9 years to 16.2 years). Prior to using the anterior floor reaction orthosis, five of the 11 patients had used bilateral polypropylene knee-ankle-foot orthoses with drop lock knee mechanisms; one had used a double upright conven tional KAFO; two had used standard poly propylene solid-ankle AFOs; and one pa tient had used a standard double-upright conventional AFO. In two patients who had not used orthoses preoperatively, floor reaction orthoses were prescribed imme diately following bilateral release of flexion contractures at the hips, knees, and ankles.
Length of use of the anterior floor reac tion orthoses ranged from five to 52 months (mean: 17 months). In patients in which the orthoses were discontinued, the main reasons were: outgrowing the orthosis, improved function, and additional surgical procedures.
The degree at which the ankle was set varied. Fourteen of the orthoses were set at five degrees dorsiflexion, five orthoses to five degrees plantarflexion, and one to ten degrees plantarflexion.
Eight of the 11 patients required ham string releases at or before the start of treatment with the anterior floor reaction orthosis (two of these releases were repeat procedures). The other three patients were cast for knee flexion contractures before they used the orthosis, one of whom re quired surgery after the serial casting. It should be noted that before any of these 11 cerebral palsy patients could use the ortho sis, they required elongation of hamstrings either by surgical release or by serial casting.
Ambulation Status with the Orthosis
Eight of the 11 patients are still using the orthosis effectively and three no longer need orthotic management. Eight patients are community ambulators and three are household ambulators. Four of the com munity ambulators use Lofstrand crutches; one, a quad-cane; one, Bobath poles; and one requires no walking aids. The commu nity ambulators use the auxiliary walking aids mainly for balance, whereas the household ambulators use the aids to assist with gait progression.
Selection of Foot-Shank Angle
The degree of dorsiflexion or plantar flexion at the ankle of the orthosis is a com promise between the size of the extension moment generated at the knee and the smoothness of forward progression. Theoretically, when the orthosis is set in plantarflexion, the extension moment is maximal but the forward progression is at least partially blocked. If the knee exten sion moment is too great before the center of mass passes in front of the knee axis, overall forward progression halts. When the orthosis is set in slight dorsiflexion, more time is allowed for the center of mass to proceed in front of the knee axis before the maximal knee-extension moment is exerted by the floor reaction orthosis. While this is desirable, there is a reduction of the extension force generated as well as a delay in the harnessing of the floor reaction during the course of the gait cycle and, hence, more quadriceps strength is re quired. Because of these factors, it is im perative to set the ankle mortise at the most appropriate angle within the orthosis in order to achieve optimum function. This must be individualized from patient to pa tient since it depends on a number of fac tors such as whether the orthosis is bilat eral, the quadriceps strength, and the maximum knee extension possible.
Case Report
The effects of the orthosis on gait pa rameters can best be demonstrated by showing the results of computerized gait analysis in the following patient.
M.C., an 11 year-old male with spastic diplegia, was presented with hip flexion contractures, bilateral knee flexion con tractures, and equinus deformities of both feet. At stance he demonstrated severe contractures of hip flexors, hamstrings, and triceps surae. He underwent bilateral psoas and adductor releases, bilateral varus derotation osteotomies, bilateral ham string lengthenings, and bilateral Baker tendo-Achilles lengthenings.
Six weeks postoperatively, after casting and physical therapy, his gait revealed weakened quadriceps and beginning crouch gait ( Figure 5 ). He was fitted with bilateral floor reaction orthoses which im mediately improved his gait.
Computerized gait analysis was per formed preoperatively and ten weeks post operatively with and without the orthoses. Postoperatively, the lateral stick figures demonstrated that the floor reaction force remained anterior to the orthosis and the knee joint axis throughout stance ( Figures  6A and 6B) .
As shown in Table 1 , his linear mea surements improved significantly when he used the anterior floor reaction orthoses. Since the single stance time increased when he used the orthoses, he had more limb support and stability (Figure 7 ).
Step lengths also increased significantly with the orthoses, as did his walking velocity. The estimated external work of walking remained approximately the same with and without the orthoses but because of the increased walking velocity when the braces were worn, his gait appeared to be more efficient (Table 1) .
In summary, for this patient: 1. Single support time improved with the orthoses. 2. Stride length and walking velocity improved. 3. Energy consumption remained un changed. 4. Knee flexion was still slightly more than desired and it was postulated at this point that this patient might perform better if the orthoses were set in slightly more plantarflexion.
TECHNICAL CONSIDERATIONS
While it is virtually impossible to elimi nate the elastic component of the standard orthotic materials, it should be noted that this elasticity must be reduced to a mini mum. In order to harness the floor reaction and transfer it to the anterior aspect of the distal shank, a very rigid ankle is impera tive. The reinforced lamination of the Sal tiel orthosis can be adequately duplicated with the use of 3/16-inch polypropylene, carbon composite reinforcements, and cor rugations strategically placed. These mate rials offer a less time consuming fabrica tion procedure without compromising structural integrity or function ( Figure   8A -8C).
In pediatric application, special consid eration must be given to patellar derange ment as a result of absorbing the floor reac tion directly on the patella. Because of this, at Newington Children's Hospital we have modified the anterior proximal trimline to end at the distal tubercle, thus not travers ing the anatomical knee joint or encompas sing the patella. While this trimline does reduce the effective length of the lever arm in the application of the posteriorly di rected forces, this compromise is quite ac ceptable as there is sufficient transference of the floor reaction to achieve knee ex tension.
Fabrication
Cast modification of the positive mold follows standard procedures with buildups on all boney prominences, including the crest of the tibia and the tibial tubercle. In addition, the periphery of the trimlines is built up following the line of progression ( Figures 9A & 9B) .
Once plasterwork is completed, the positive mold is prepared for vacuum molding of polypropylene by securing the carbon composite reinforcements, rope, and Plastazote® on the cast. Vacuum molding of the polypropylene is done with the heel of the cast facing up, with careful consideration given to obtaining a straight seam anteriorly (Figure 10 ). This seam en ables removal of the orthosis from the cast and must be reinforced afterwards by welding polypropylene rods to the anterior aspect of the orthosis, covering the seam and extending peripherally.
Distal trimline of the footplate extends to the end of the toes. This increases the floor lever arm and enables maintenance of fit for a longer period of time. This modified design has enabled us to achieve optimum clinical results while still taking into ac count those factors that are unique to treating children.
